Comparison of the impact of nesofilcon A hydrogel contact lens on the ocular surface and the comfort of presbyopic and non-presbyopic wearers

Amalia Lorente-Velázquez, María García-Montero, Francisco Javier Gómez-Sanz, Laura Rico del Viejo, José Luis Hernández-Verdejo, David Madrid-Costa

Department of Optometry and Vision, Faculty of Optics and Optometry, Complutense University of Madrid, Madrid 28037, Spain

Correspondence to: Amalia Lorente-Velázquez. Department of Optometry and Vision, Faculty of Optics and Optometry, Complutense University of Madrid, Arcos de Jalón 118, Madrid 28037, Spain. alorente@opt.ucm.es

Received: 2018-07-24 Accepted: 2018-12-13

Abstract

• **AIM:** To assess and compare the impact of a daily disposable contact lens (CL) with high water content on the ocular surface and comfort of the presbyopic and non-presbyopic population after one day of use.

• **METHODS:** Totally 20 presbyopes and 30 non-presbyopes non-contact wearers were fitted with nesofilcon A CLs. CL thickness was measured to assess material stability during daily wear, and ocular surface parameters were also assessed. Optical quality was analyzed for all cases. In addition, CL comfort was rated.

• **RESULTS:** No significant differences were found in CL thickness, tear film osmolarity, average tear break-up time, bulbar redness, central corneal thickness, corneal volume, root-mean-square of higher-order aberrations (RMS of HOAs) and vertical and horizontal coma, either as a function of the group or time of use. A significant decrease in tear meniscus height and first break-up of the tear film was found in the presbyopic group \((P=0.038; P=0.007)\) respectively. A decrease in spherical aberration coefficient was found after CL insertion \((P=0.031\) monofocal CL; \(P=0.023\) low addition multifocal CL; \(P=0.016\) high addition multifocal CL). Multifocal CL were thicker than monofocal CL \((P=0.045)\). Comparison between groups showed more discomfort in presbyopes than non-presbyopes \((P=0.003)\).

• **CONCLUSION:** This study evidence that the behavior of the daily disposable CL with high water content seems to be stable during the day of use. Ocular parameters measured during wear show that CL behavior is the same for presbyopes and non-presbyopes, being more uncomfortable for presbyopes.

• **KEYWORDS:** nesofilcon A hydrogel material; ocular surface parameters; presbyopia; multifocal daily contact lenses

DOI:10.18240/ijo.2019.04.19


INTRODUCTION

Presbyopia affects people from the fifth decade of life on. With increasing longevity, most people can expect to spend almost half their lives as presbyopes. It has been reported that presbyopes prefer contact lens (CL) correction when good vision and comfort can be achieved[1]. However, although the number of presbyopes using CL has experienced significant growth in recent years, for various reasons, attempts to take advantage of this opportunity have so far enjoyed only limited success[2-5]. International surveys of CL prescribing for presbyopes reveal that CL fittings are much less frequent in older age groups. These data show that many CL wearers stop using their CLs at the onset of presbyopia. Discomfort is one of the major issues related to CL wear dropout[6]. Numerous factors have been identified as having an impact on CL comfort, which can be classified into the CL itself (material, design, lens interaction) and environmental (inherent patients’ factors, ocular environmental, external environmental)[6]. It is interesting to note that ocular changes reported as age-dependent such as a decreased number of meibomian glands, a decreased lacrimal production and tear stability may all influence the success of CL wear[7]. Despite these physiological differences between the older and younger population, CL materials, surface treatment, lens edge design etc. are the same for presbyopes and the younger population. Considering that: 1) the modality of CL interaction (material and design) with patients’ inherent ocular surface characteristics is a key factor for comfort; 2) CL discomfort is one of the major issues related to CL wear dropout[6], it would
be interesting to explore and compare CL and ocular surface interaction in the presbyopic and non-presbyopic populations. A recent study[3] showed that a daily disposable soft hydrogel CL did not impact significantly on the tear film and minimized ocular complications in first-time young wearers. The aim of this work was to assess and compare the interaction between a daily disposable CL and the ocular surface in a presbyopic and non-presbyopic population, and evaluate CL comfort after one day of use. Optical quality for two different additions for multifocal CLs was also compared while these lenses were being used.

SUBJECTS AND METHODS
Ethical Approval The study protocol adhered to the tenets of the Declaration of Helsinki. Informed consent was obtained from all patients after the purpose and the possible consequences of the study had been explained to them. This prospective study was carried out with a total sample of 50 eyes of 20 presbyopic subjects (12 females and 8 males with a mean age of 53.94±7.57y) and 30 non-presbyopic subjects (18 females and 12 males with a mean age of 27.00±5.97y). All of them were first-time wearers. Participants were free of any ocular pathology. Exclusion criteria included astigmatism over 0.75 D, ocular surface disease, systemic disease, history of ocular surgery or inflammation, and presenting systemic or ocular conditions.

Contact Lenses The CL material evaluated in this study was nesofilcon A (Biotrue® ONEday, Bausch & Lomb, USA). This soft hydrogel lens is a conventional hydrogel called HyperGel. This material is a copolymer of HEMA and N-vinyl pyrrolidone with a water content of 78% and a modulus of 0.49 MPa. At the same time, the lens incorporates a UV filter. This lens presents a DK/t (@-3.00 D) of 42 with a total lens diameter of 14.2 mm and a back optic zone radius of 8.6 mm. Non-presbyopic participants were fitted with monocentric CL and presbyopes with multifocal CL (low add in one eye and high add in the other, randomly) without any refraction in and presbyopes with multifocal CL (low add in one eye and high add in the other, randomly) without any refraction in.

The aim of this work was to assess and compare the interaction between a daily disposable CL and the ocular surface in a presbyopic and non-presbyopic population, and evaluate CL comfort after one day of use. Optical quality for two different additions for multifocal CLs was also compared while these lenses were being used.

TEAR FILM STMESUREMENTS

Contact Lenses The CL material evaluated in this study was nesofilcon A (Biotrue® ONEday, Bausch & Lomb, USA). This soft hydrogel lens is a conventional hydrogel called HyperGel. This material is a copolymer of HEMA and N-vinyl pyrrolidone with a water content of 78% and a modulus of 0.49 MPa. At the same time, the lens incorporates a UV filter. This lens presents a DK/t (@-3.00 D) of 42 with a total lens diameter of 14.2 mm and a back optic zone radius of 8.6 mm. Non-presbyopic participants were fitted with monocentric CL and presbyopes with multifocal CL (low add in one eye and high add in the other, randomly) without any refraction in order to avoid the impact of the different CL thickness due to different power refraction on the measurements. Multifocal CL has a center-near aspheric optics (3-Zone Progressive Design).

Measurements Tear film osmolarity Tear film osmolarity was measured using the TearLab Nanoliter osmometer (TearLab Corp, San Diego, CA, USA) in both eyes of each participant according to the manufacturer’s instructions. It was done in first place in order to avoid reflex tearing.

Automated keratography All participants underwent imaging with the Keratograph 5M® (K5M, Oculus GmbH, Wetzlar, Germany) equipped with a modified tear film scanning function. Three measurements of tear meniscus height, first break-up of the tear film, the average time of all tear film break-up incidents and bulbar redness were obtained automatically by Oculus K5M software according to the manufacturer’s instructions.

Optical coherence tomography All participants underwent imaging with an Optical Coherence Tomography Optovue® (OptovueInc, Fremont, USA) equipped with a scan speed of 26 000 A-scan/second and a depth resolution of 5 microns (μm). The device was used for measuring CL thickness variations.

Corneal measurements Three measurements of corneal central thickness and corneal volume at 10 mm were obtained by a rotating Scheimpflug camera system for anterior segment analysis (Pentacam, Oculus GmbH, Wetzlar, Germany). Also, measurements of wavefront aberrations including the root-mean-square of higher-order aberrations (RMS of HOAs) and single high order coefficients Z(3, -1) (vertical coma), Z(3, 1) (horizontal coma) and Z(4, 0) (spherical aberration) were assessed in subjects when wearing the CLs. These aberration patterns were assessed for a pupil size of 4.5 mm.

Subjective comfort assessment The visual analogue scale is a psychometric response scale, which can be used in questionnaires. It is a measurement instrument for subjective characteristics or attitudes that cannot be directly measured. When responding on a visual analogue scale item, respondents specify their level of agreement to a statement by indicating a position along a continuous line between two end-points. Patients were required to respond to the following points: A, comfort after 20min of CL wear (0, very uncomfortable to 10, very comfortable); B, comfort after 8h of CL wear (0, very uncomfortable to 10, very comfortable); C, dryness after 20min of CL wearing (0, no dryness to 10, extreme dryness) and D, dryness after 8h of CL wearing (0, little dryness to 10 high dryness).

Study Protocol The clinical examinations were performed in the following order to minimize the effect of the previous measurement: tear film osmolarity (TearLab Corp, USA); tear meniscus height, bulbar redness, first break-up of the tear film and the average time of all tear film break-up incidents (Keratograph 5M, Oculus, Germany); CL thickness (Ocular coherence tomography; Optovue® (OptovueInc, USA)); corneal central thickness, corneal volume at 10 mm and wavefront aberration values [RMS of HOAs, Z(3, -1), Z(3, 1) and Z(4, 0)] (Pentacam, Oculus, Germany). Finally, information about the level of satisfaction with the CL was obtained by the visual analogue scale questionnaire. A 5-minute interval between each test was established, and all tests were performed in the same order. All the measurements were performed by the same examiner.

Tear film osmolarity was measured before CL insertion (baseline) and after 20min and 8h of wear. CL thickness was measured after 20min and 8h of wear. Corneal central
thick and corneal volume were assessed before and after the lens was removed. The remaining measurements were taken before CL insertion, after 20min and 8h of wear and after the lens was removed. With the exception of osmolarity, each parameter was measured three times per eye and per device. Changes in the cornea or in the CL after one day of use could induce changes in the optical quality of the eye-lens system. For this reason, variations in wavefront aberrations of the patients were assessed and compared when wearing the CL under analysis (monofocal CL, multifocal CL low addition and multifocal CL high addition).

For the comparison between presbyopes and non-presbyopes, only one eye of each patient was considered in random order.

Data Analysis  Statistical analyses were performed using SAS software, version 9.4 (SAS Institute, Inc., Cary, NC, USA). Normality of the data distribution was tested using the Kolmogorov-Smirnov test. The ANOVA test and Kruskal-Wallis test were used for comparisons between groups. When statistically significant differences were found, post hoc tests were performed for multiple comparisons (Tukey’s HSD). Values are expressed as mean±standard deviation (SD) and the significance level was set at P<0.05.

RESULTS

Tables 1 and 2 provide descriptive statistics for tear film osmolarity (measured at baseline, 20min and 8h after CL wear), tear meniscus height, bulbar redness, first break-up of the tear film and the average time of all tear film break-up incidents (measured at baseline, 20min, 8h after CL wear and after CL removal) for non-presbyopes and presbyopes, respectively. In non-presbyopes, no differences were found for any of the ocular parameters analyzed as a factor of time (Table 1). In presbyopes, tear film osmolarity, bulbar redness and the average time of all tear film break-up incidents were not found to be significantly different as a factor of time. First break-up of the tear film and tear meniscus height measurements were found to be significantly different (P=0.038; P=0.007 respectively). Post hoc comparisons between each of the time points revealed significant decrease for first break-up of the tear film between baseline and 8h after CL wear and 20min and 8h after CL wear (P=0.034; P=0.029, respectively). The same analysis revealed a significant decrease for tear meniscus height between baseline and 20min and baseline and 8h of CL wear (P=0.02; P=0.014, respectively).

Figure 1 shows central CL thickness values measured 20min and 8h after CL insertion. The thickness of the lens did not change as a factor of time. First break-up of the tear film and tear meniscus height measurements were found to be significantly different (P=0.321 non-presbyopes; P=0.356 presbyopes). Multifocal lens was thicker than monofocal lens (P=0.045 at 20min; P=0.006 at 8h).

Figure 2 shows data from central corneal thickness (Figure 2A) and corneal volume (Figure 2B) for non-presbyopes and presbyopes at baseline and after CL was removed. No changes were found as a factor of the time in any of the groups analyzed.
Wavefront aberrations were analyzed in order to assess the optical quality of the ocular surface. Figure 3 shows the results obtained for RMS of HOAs, horizontal and vertical coma, and spherical aberration for each of the CL analyzed. Analysis of the results revealed no significant variations in the RMS of HOAs, horizontal and vertical coma for any of the lenses as a factor of time. Spherical aberration decreased significantly after CL insertion ($P=0.031$ monofocal CL; $P=0.023$ low addition multifocal CL; $P=0.016$ high addition multifocal CL) and kept stable during wear for all lenses. After removal, previous spherical aberration values were achieved for the three CLs.

Figure 4 shows the results obtained for the visual analogue scale questionnaire for comfort (Figure 4A) and dryness (Figure 4B) for non-presbyopes and presbyopes. Statistically significant differences were found in dryness during CL wear for both groups ($P=0.020$; $P=0.015$ respectively). Comparison between both questionnaire results were statistically different ($P=0.002$). Post hoc comparisons revealed a significant decrease in comfort after 8h of CL wear for presbyopes ($P=0.003$).

DISCUSSION
It is very well known that CL prescribing is much less frequent for the presbyopic population. Considering that discomfort is one of the major issues related to CL wear dropout, in the present study, the interaction between CL and ocular surface of a daily disposable CL on a group of presbyopes was analyzed, as well as the comfort during a day of use.
Nesofilcon A was the material selected for this study. It is a new material developed with the aim of reducing discontinuation rates as it is made with high water content and an internal surfactant that prevents dehydration. It has been proven not to significantly impact the tear film layer and ocular surface when this CL was fitted in a younger population. Since the same material is used to manufacture center-near aspheric multifocal CLs for presbyopes, this study was performed to analyze the integrity of the ocular surface when this multifocal CL was fitted in a presbyopic population for one day of use. An increased tear film osmolarity has been related to the pathophysiology of dry eye disease and several studies maintain the usefulness of tear film osmolarity for diagnosis and severity grading. It is widely reported that CL use could induce dryness symptoms, while various studies have related CL use to low or moderate variations in tear osmolarity. This is why tear film osmolarity changes were analyzed at baseline, 20min and 8h after insertion fitting. It should be noted that the achieved results showed no differences in tear osmolarity for any of the two lenses as a function of time, suggesting that these daily disposable CLs may not induce changes in the ocular surface during one day of wearing, and do not impact homeostasis significantly. This result agrees with the study performed by Ruiz-Alcocer et al with a younger population. On the other hand, it is interesting to note that the tear film osmolarity in the presbyopic group was higher than in non-presbyopes. Although this parameter was stable during CL use, this finding highlights the fact that the ocular surface integrity in presbyopes is different from that in younger people. It could explain why the interaction between the CL material and comfort could be different in young and presbyopic people.

For both groups, a reduction in the tear meniscus height was found after CL insertion (not significantly for non-presbyopes). This result agrees with previous studies, which found a tear meniscus height decrease after CL insertion, especially with high water content CL. This fact can be explained because in the normal tear system, the tear drainage system maintains a dynamic balance so that the tear volume sustains a relatively steady state and keeps the ocular surface wet. Palakuru et al have reported that the lower tear meniscus may regulate the tear drainage system. It may be possible that an increase in tear secretion by the lacrimal gland, contributing to the increase of tear meniscus height, could compensate for dehydration or increased evaporation with CL wear. However, the decrease in corneal sensitivity with CL wear may lead to a reduction in tear secretion through the reflex sensory loop. Therefore, even when greater evaporation occurs with high water content CL wear in the setting of a dehydrated surface, a decrease in corneal sensitivity can result in a decrease of tear meniscus height. Furthermore, a reduction in the amount of tear meniscus that could be related to discomfort has been suggested by some authors. In the present study, reductions in tear meniscus height after 20min and 8h of use were found in multifocal CL while tear meniscus height in monofocal CL group seemed to be stable. These findings agree with Del Águila-Carrasco et al results so the reduction in tear meniscus height can be associated with discomfort in patients fitted with multifocal CLs as discussed later. Other types of material with different water content, thickness or composition such as silicone hydrogel could affect the cornea differently, improving the comfort in the presbyopic population.

In the present study, corneal volume remained stable during the period of study. Only a slight increase (not significant) was observed for monofocal and multifocal CL during wear. These results agree with other studies performed with monofocal CL and different materials. Despite the findings showing no significant increase in bulbar redness related to time or group after one day of use, nesofilcon A might affect the ocular surface as some studies have found an increase in bulbar redness after two months of CL wear. A previous study showed that break-up of the tear film measurements can be used as an interesting tool in the assessment of pre-corneal and pre-lens tear film quality for prescribing CLs. For this reason, measurements of the first and mean break-up of the tear film for presbyopes and non-presbyopes were taken. In the present study, no differences before CL insertion were found in these values between both groups. Also, average time of all tear film breakup remained stable during the day of use for both groups. Post hoc comparisons for first break-up of the tear film revealed a significant decrease between baseline and 8h after CL wear and 20min and 8h after CL wear (P=0.034; P=0.029, respectively) for the presbyopic population. After CL removal, previous values in first break-up of the tear film were recovered.

Regarding CL behavior during wear, the thickness of soft CL can vary during one day of use due to dehydration or interaction with the tear film. In the present study, no changes in CL thickness were found for any CL or time of use. A recent study evaluated the surface water characteristics of nesofilcon A and other CL materials. In relation to nesofilcon A, the authors concluded that nesofilcon A maintained its water content both at the time of insertion and after 15min of wear. This could explain why the lens made with nesofilcon A maintained its thickness after 20min and 8h of use. Future studies could analyze dehydration to see if lens thickness remains stable over a longer period with monofocal and multifocal CL.

In this regard, the results show that multifocal CLs are thicker than monofocal CL (Figure 2). This change in the CL
thickness could affect the central corneal thickness during wear\textsuperscript{[22]}. However, no changes in central corneal thickness were found during the period of study for any of the CLs studied. These results agree with the study by Ruiz-Alcocer et al\textsuperscript{[8]} in monofocal CLs. So, the central lens thickness difference between lenses was not enough to affect the central corneal thickness during the wear of any of the CL considered. Therefore, it could suggest that the material allows sufficient oxygen to the cornea to avoid complications such as corneal swelling during the period of study regardless of the design of CLs.

In this study, no statistically significant variations were noted for coma-like and RMS of HOAs at any time for each of CLs considered. Spherical aberration decreased significantly after CL insertion for the three CLs (\(P=0.023\) low addition multifocal CL; \(P=0.031\) high addition multifocal CL; \(P=0.016\) monofocal CL) and remained stable during wear for all lenses. These results are expected due to the design of each CL\textsuperscript{[23-26]}. After removal, previous spherical aberration values were achieved for the three CLs. If an increase in optical aberrations had been found, blurred vision associated with tear film instability would have manifested\textsuperscript{[27-29]}. Thus, these lenses seem to maintain tear film optical quality after 8h of wear regardless of the design of CLs fitted and the addition chosen for the multifocal CL.

It has been proved\textsuperscript{[1]} that one of the most important facts that affect multifocal CL wear is comfort. In the present study, the level of comfort of the CL was measured with the visual analogue scale. Presbyopes reported lower comfort than non-presbyopes (Figure 4). This loss of comfort can affect the CL dropout\textsuperscript{[20,30]} in presbyopic patients. Ocular surface differences between non-presbyopic and presbyopic patients as a recent study by Rico-del-Viejo et al\textsuperscript{[22]} suggests and the difference in CL thickness between monofocal and multifocal CLs manufactured with the same material seem to be the most important factors explaining this situation.

In conclusion, the behaviour of daily disposable CL made with nesoficon A hydrogel seemed to be stable during the day of use. The ocular parameters measured during the wearing showed that CL behavior was the same for presbyopes and non-presbyopes, being more uncomfortable for presbyopes. Future studies should be directed on the use of new materials that take into account the differences in the ocular surface between presbyopes and non-presbyopes.

ACKNOWLEDGEMENTS

Conflicts of Interest: Lorente-Velázquez A, None; García-Montero M, None; Gómez-Sanz FJ, None; Rico del Viejo L, None; Hernández-Verdejo JL, None; Madrid-Costa D, None.

REFERENCES


Impact of nesofilcon A on presbyopes


