SMILE intraoperative complications: incidence and management

Abdelmonem M Hamed¹, Mohamed Amin Heikal¹, Tarek T. Soliman¹, Ahmed Daifalla¹, Khaled E Said-Ahmed²

¹Benha University, Department of Ophthalmology, Benha 13511, Egypt
²Menoufia University, Department of Ophthalmology, Shebein Elkom 32511, Egypt
Correspondence to: Mohamed Amin Heikal. Department of Ophthalmology, Benha University, Benha 13511, Egypt. Mohammedheikal@gmail.com
Received: 2018-03-15 Accepted: 2018-09-27

Abstract
● AIM: To report the intraoperative complications associated with small incision lenticule extraction (SMILE) and their management.
● METHODS: This was a retrospective consecutive interventional clinical study, carried out on patients with myopia and myopic astigmatism, who underwent SMILE procedure. Type of intraoperative complications and their management were recorded.
● RESULTS: Our study comprised 282 eyes of 141 patients who were enrolled for SMILE surgeries. The intraoperative complications included lost vacuum (18 eyes, 6.38%), treatment decentration (6 eyes, 2.12%), wound bleeding (21 eyes, 7.45%), incomplete bubble separation (black islands) (3 eyes, 1.06%), the epithelial defects (15 eyes, 5.32%). Incision tear (27 eyes, 9.57%), lenticule adherence to the cap (6 eyes, 2.12%), and cap perforation occurred in 2 eyes (0.7%).
● CONCLUSION: Although SMILE is a promising technique for the correction of myopia and myopic astigmatism with predictable, efficient, safe refractive and visual outcomes, complications can occur. However, most of them are related to inexperience and are included in the learning curve of the technique. More studies with a bigger number of eyes are required to efficiently evaluate the intraoperative complications and standardize their management strategies.
● KEYWORDS: femtosecond laser; intraoperative complication; small incision lenticule extraction
DOI:10.18240/ijo.2019.02.15

INTRODUCTION
Femtosecond laser technique has been used recently to create laser-assisted in situ keratomileusis (LASIK) corneal flaps with high predictability, safety, and accuracy. Refractive lenticule extraction (ReLEx) is a single laser refractive procedure without the use of an excimer laser. Small incision lenticule extraction (SMILE) is a variation of ReLEx without retractive flap and accurate ablation. SMILE procedure is to create a lenticule of corneal stroma using femtosecond laser, which is then extracted through a 3 mm incision. SMILE avoids all the flap complications that may occur with LASIK including: free caps, incomplete, irregular or thin flaps and buttonholes. SMILE is a technique of removing rather than ablating tissue. The main advantages of SMILE are to preserve the strong anterior corneal lamellae with a better long-term biochemical stability as well as less postoperative dry eye due to preservation of corneal nerve endings, and thus faster and more comfortable visual recovery. SMILE is a safe, efficacious and predictable method of refractive correction with a good centration of treatment than LASIK.

The aim of this study is to report the incidence of SMILE intraoperative complications and their management.

SUBJECTS AND METHODS
Ethical Approval  Ebsar EYE CENTER Review Board (IRB)/ Ethics Committee approval was obtained. This study adhered to the tenets of the Declaration of Helsinki. The nature of the procedure was explained, and preoperative written informed consent was obtained from the patients.
This is a retrospective consecutive interventional clinical study. This study conducted on patients with myopia and myopic astigmatism, who underwent SMILE procedure. The procedure was done at Ebsar Eye Centre in the period from September 2015 to November 2016.
Patients with stable refractive error for at least 1-year, stable tear film, discontinuation of contact lens for at least 1 wk prior to surgery and central corneal thickness >500 μm were included in this study.
Cases with central corneal thickness <500 μm, keratoconus, central corneal opacities, ocular surface disease and sever dry eye were excluded.
All patients underwent unaided and best-corrected visual acuity (BCVA), manifest and cycloplegic refraction, applanation tonometry, slit lamp examination, dilated fundus examination using indirect ophthalmoscope and Scheimpflug corneal tomography (OCULUS Pentacam®, OCULUS Inc., Germany).

All the surgeries were performed by one surgeon (Hamed AM), for both eyes in one setting, except one patient who underwent monocular surgery.

**Surgical Procedure**  Topical anesthesia using benoxinate hydrochloride 0.4% eye drops was applied. The eye was sterilized. Centration was achieved by asking the patient to look at the fixation flashing green light of the VisuMax FS laser system (Carl Zeiss Meditec, Jena, Germany). Docking of the eye with the curved interface cone and suction fixation were applied. The following femtosecond laser parameters were used: 140 μm cap thickness, 7.5 mm anterior-plane cut diameter, 6.5 mm optical zone of lenticule, 160 nJ of energy with lenticule side-cut angles at 135°. A 3.0 mm entrance wound was created centered between 9 and 12 o’clock in all cases. The spot distance and tracking spacing are 4.5/4.5 μm for the posterior lenticule plane, 2.5/2.5 μm for the lenticule side-cut, 4.5/4.5 μm for the anterior lenticule plane and 2.5/2.5 μm for the entrance wound side-cut. The femtosecond laser created in a spiral-in fashion the deep surface of the lenticule, the lenticule border, the superficial surface in a spiral-out fashion and the small incision in that order. Suction is then released, and the eye is undocked.

The Duckworth & Kent SMILE Double Ended Dissector with Spoon Tip was inserted into the pocket through the incision. Dissection of the superficial surface of the lenticule was done. Then it was guided below the deep surface to dissect of the deep surface of the lenticule and then used to fold the lenticule to one side. The lenticule was extracted through the incision using SMILE lenticular removal forceps (Duckworth and Kent, Product Number: 2-836).

**Postoperative Care**  Antibiotic eye drops (moxifloxacin 0.5%) and topical steroids eye drops (dexamethazone 0.1%) were given 5 times daily for 2wk with withdrawal of corticosteroid eye drops over another 2wk. Artificial eye drops were given for 3mo. Follow-up of the patient postoperatively was scheduled for 1d and 1wk and subsequently at 3 and 6mo postoperatively.

**RESULTS**

Two hundred and eighty-two eyes of 141 patients were reviewed in this retrospective interventional consecutive study. All the patients underwent SMILE procedure to correct myopia or myopic astigmatism or both. The intraoperative complications were reported. The 101 eyes of 52 patients had intraoperative complications (Table 1). The mean operative duration of the SMILE surgery was 13.76±3.71min.

**Table 1 Incidence of intraoperative SMILE complications**

<table>
<thead>
<tr>
<th>Complications</th>
<th>n (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Lost suction</td>
<td>18 (6.38)</td>
</tr>
<tr>
<td>Decentration</td>
<td>6 (2.12)</td>
</tr>
<tr>
<td>The lenticular border cut was not coinciding with the border of the lenticule</td>
<td>3 (1.06)</td>
</tr>
<tr>
<td>Bleeding</td>
<td>21 (7.45)</td>
</tr>
<tr>
<td>Black islands</td>
<td>3 (1.06)</td>
</tr>
<tr>
<td>Epithelial defects</td>
<td>15 (5.32)</td>
</tr>
<tr>
<td>Incision tear</td>
<td>27 (9.57)</td>
</tr>
<tr>
<td>Lenticule adherence to the cap</td>
<td>6 (2.12)</td>
</tr>
<tr>
<td>Cap perforation</td>
<td>2 (0.7)</td>
</tr>
</tbody>
</table>

**Figure 1 Reported intraoperative complications** A: Incision tear during lenticular extraction; B: Black islands during SMILE operation; C: Treatment decentration; D: Cap perforation.

Eighteen eyes (6.38%) had lost suction. If lost suction occurred before the total creation of the lenticule, the procedure was aborted and rescheduled after the reabsorption of the cavitation bubbles. If the lost suction occurred after the total creation of the lenticule or during the creation of the cap, the eye could be re-docked with a repair license if it was available and the surgeon could restart the cap, side cut and wound creation and dissected it normally.

Incision tear during lenticular extraction was reported in 27 eyes (9.57%) (Figure 1A). We instructed the patients to fixate on the microscope light. If the patients unable to fixate; we used the gimble fixation instrument to decrease eye movements. Twenty-one eyes (7.45%) had intraoperative wound bleeding (due to a vascular pannus). Black islands (incomplete bubble separation) that reached the pupil was found in 3 eyes (1.06%) which happened due to meibomian secretions that were adherent to the surface of the cone (Figure 1B), the operations were aborted.

Lenticule adherence to the cap was reported in 6 eyes (2.12%). A SMILE lenticule hook (Duckworth & Kent®, England, UK) was used to peel the lenticule out of the pocket.
The epithelial defects occurred in 15 eyes (5.32%). Postoperative contact lens for 1 day was applied. Treatment decentration was reported in 6 eyes (2.12%), the operations were aborted (Figure 1C). Cap perforation occurred in 2 eyes (0.7%) (Figure 1D).

The lenticular border side cut was not coinciding with the border of the lenticule in 3 eyes (1.06%), the operation was aborted. No eye had lenticule rupture. No significant postoperative complications in these cases were detected.

**DISCUSSION**

Femtosecond lasers have advantages over mechanical microkeratomes for creating LASIK flaps. The introduction of a femtosecond laser as a microkeratome is not without disadvantages\[13-14\]. SMILE is the latest development in a long evolution of keratorefractive procedures\[15\]. In this study, we reported the intraoperative complications of cases with myopia or myopic astigmatism that underwent refractive correction by SMILE procedure.

We reviewed 282 eyes of 141 patients from our medical records in the period from September 2015 to November 2016. One hundred one eyes of 52 patients had intraoperative complications. The mean operative duration of the SMILE surgery was 13.76±3.71min.

We reported 18 eyes (6.38%) with lost suction. If lost suction occurred before the total creation of the lenticule, the procedure was aborted and rescheduled after the reabsorption of the cavitation bubbles. If the lost suction occurred after the total creation of the lenticule or during the creation of the cap, the eye could be re-docked with a repair license if it was available and the surgeon could restart the cap, side cut and wound creation and dissected it normally. The causes of suction loss are not well known, the suction loss occurs more likely if the patient attempted to move his eye suddenly while the suction is active, or it may occur if there is a tiny opening that allows passage of fluid between the patient eye and the cone.

To overcome this complication, we switched from the standard mode of femtosecond laser treatment to the fast mode. We think that it takes shorter time with less incidence of suction loss during the surgery. Also, we decided to use the small size cone on all SMILE cases regardless the white-to-white measurement. As well known, the cone suction applies on the cornea only, and this fact makes the bigger size cone apply suction very close to the limbus that makes the suction loss becomes much easier. Reducing the time of laser procedure from 35s to 25s might lead to reduce the suction time with less incidence of suction loss\[16\].

Ivarsen et al\[17\] reported 14 eyes (0.8%) with suction loss. The 13 eyes were retreated successfully immediately, 2wk or 2mo later. One eye retreated with difficult lenticular extraction led to post-operative irregular astigmatism. Sharma and Vaddavalli\[18\] reported a case of suction loss in uncooperative patient during cap cut. They tried to re-dock but suction loss occurred again. The procedure was abandoned and converted to femto-LASIK flap. Wong et al\[19\] reported 11 cases with suction loss during ReLEX procedure. Nine cases were retreated with good suction at the same session while the other 2 cases were aborted. Small palpebral aperture, loose corneal epithelium, excessive reflex tearing, poor fixation patient anxiety and inability to follow instructions are predisposing factors of suction loss\[19-20\]. Minor incision tear occurred in 27 eyes (9.57%). The causes of incision tear are either; the patient moves his eye suddenly in any direction while the surgeon is using some instrument inside the SMILE pocket, or due to the surgeon is still in his early learning curve, so he accidentally pushes on SMILE cap causing wound tear. In order to prevent this complication, we fixed the eye with Gimble fixation instrument to prevent inadvertent eye movement. Puch up technique is a new technique that may help to identify the edge of the lenticule. The authors suggested using Y-shaped instrument to identify the edge of the lenticule\[21\]. Ivarsen et al\[17\] reported 33 eyes with minor tears at the incision wound and 1 eye with major tear that lead to radial tear dividing the cap in two.

Black islands reaching the visual axis were reported in 3 eyes (1.06%). The operations were aborted. The presence of meibomian gland secretions or debris, while the ocular surface was coupled with the femtosecond laser docking cone, could block the femtosecond laser. The area with no treatment was left either in the lenticule cap interface or in the lenticule stroma interface. The areas with black islands will thus need rougher dissection that may lead to postoperative corneal opacity and irregular astigmatism. Qiu and Yang\[20\] recommended that if the black spots could influence lenticule separation, measures should be promptly adopted to produce the active suction loss and the surgery should be discontinued immediately.

Treatment decentration was reported in 6 eyes. This complication always happens due to surgeon inexperience and his inability to do proper centration in the middle of the pupil. Cap perforation was another infrequent complication (2 eyes, 0.7%) while dissecting inside the pocket. If the maneuver was rough due to presence of black islands between the femtosecond laser bubbles, the small incision could be enlarged in an uncontrolled manner with sudden resistance release leading to perforation.

Previous study reported 4 cases of cap perforation that not affected the postoperative visual outcome\[17\]. Lenticule adherence to the cap was reported in 6 eyes (2.12%). We completed the operation successfully without any further complications. This complication always happens when
the surgeon is unable to recognize the edge of the lenticule and he dissect all the way underneath, so the lenticule will be adherent to the cap. Ivarsen et al[17] reported impossible lenticular extraction in one patient, the procedure was aborted. They suggested aborting the procedure early in cases with difficult lenticule dissection and reconsidering the patient for an excimer-based treatment. Insignificant intraoperative epithelial defects occurred in 15 eyes (5.32%). Postoperative contact lens for 1 day was applied. Bleeding from the wound occurred (due to vascular pannus) in 21 eyes (7.45%).

We think that the inexperience of the surgeon at the beginning of learning curve and inability to detect the edge of the lenticule with numerous attempts of dissection above or below the lenticule to find it is the major cause of most of intraoperative complications. Although SMILE is a new technique for the correction of myopia and myopic astigmatism with efficient, predictable and safe refractive and visual outcomes, complications can occur. However, most of these complications are related to inexperience and are included in the learning curve of the technique. More studies with a bigger number of eyes are required to efficiently evaluate the intraoperative complications and standardize their management strategies.

ACKNOWLEDGEMENTS

Conflicts of Interest: Hamed AM, None; Heikal MA, None; Soliman TT, None; Daifalla A, None; Said-Ahmed KE, None.

REFERENCES
